Minimally invasive coronary angiography using a novel 4 French sheathless system.
Transradial coronary angiography was performed using a novel sheathless 4 French system. The incidence of radial artery spasm, radial artery occlusion, and local vascular complications were lesser as compared to the conventional approach using a sheath.